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volts, a rotating switch to rectify this high-tension alternating
current and a precipitating vessel which may be made of an iron
pipe with an insulated electrode in the center An exhauster
for aspirating the gas and a meter for measuring it must also
be provided. This apparatus will quantitatively precipitate all
suspended solid and liquid bodies including tar and operates on
such large amounts that the precipitated materials can readily be
examined.